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"7. The centrifuge should be able to work
with existing rotors in the Institute — 1)
Bakeman JA-14, 6X250 ml, maximum
speed 14000 rpm; and 2) Bakeman JA-
17, 14X50 ml, maximum speed 17,000

rpm, without use of adapters »
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"The centrifuge should be able to work with

existing rotors....."
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